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Abstract 

Background: Urinary schistosomiasis, caused by Schistosoma haematobium, remains a significant public health prob-
lem worldwide, despite years of efforts to control it. Haematuria is one of the notable indirect indicators of 
S. haematobium infection and is commonly assessed along with other routine screens using a urinary dipstick test. A 
portable “field friendly” electronic analyser would offer an automated and thus more objective read-out compared to 
visual-read dipstick methods.

Methods: Within the framework of a Phase 2 praziquantel dose finding study in preschool- and school-aged children 
infected with S. haematobium, in southern Côte d’Ivoire, we compared a visual-read of the urine dipstick strips (Multi-
stix PRO, Siemens Healthcare Diagnostics) to an automated reader (CLINITEK Status+ analyser™ Siemens Healthcare 
Diagnostics). Urine samples were collected from 148 pre-school aged and 152 school-aged children for urinalysis. 
Values were compared using a linear weighted kappa statistic and Bland–Altman analysis.

Results: A very good correlation between the two methods for nitrites and haematuria was observed (κ coefficient 
of 0.88 and 0.82, respectively), while a good correlation was observed for leukocytes (κ coefficient of 0.63) A moderate 
to fair correlation was calculated (κ coefficient ≤ 0.6) for all other parameters. When the results were stratified accord-
ing to infection intensity, the agreements were stronger from the high infection intensity sample measurements, for 
most of the parameters.

Conclusion: Our results demonstrate the device’s utility in detecting haematuria and nitrites but underline the need 
for further development of this tool in order to improve its performance in the field.
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Background
Schistosoma haematobium is one of the three main 
human species of schistosomes and causes the uri-
nary form of schistosomiasis [1–3]. The flukes reside 
in blood vessels surrounding the urinary tract and the 
eggs they produce become trapped in the tissue, caus-
ing inflammation and leading to ulceration and pathol-
ogy of the bladder and kidney. Consequently, urinalysis 
is recognised as a rapid indirect tool for assessment of 
urinary tract morbidity caused by schistosomiasis [4, 
5]. Haematuria is defined as the presence of red blood 
cells in urine. It can be detected by macroscopic uri-
nalysis, where the presence of blood in urine is seen by 
naked eye, or via microscopic urinalysis, where the use 
of a microscope is needed [6]. Studies have shown that 
people shedding S. haematobium eggs also commonly 
have haematuria [1, 7–11]. Therefore, although epide-
miological surveys and studies use egg counts directly, 
haematuria is one of the first indicators of urinary 
schistosomiasis in general clinical evaluations and can 
also indicate morbidity caused by the disease [12, 13].

There are several ways to detect haematuria, depend-
ing on the resources, conditions and environment. 
Commercial dipstick tests designed to detect haem in 
urine have proven to be a good proxy for detecting and 
mapping urinary schistosomiasis [12]. Their simplicity 
and rapid turnover are of particular importance when 
it comes to low-resource settings and where interven-
tion is urgently required. In addition to blood in urine, 
other parameters are also detected and quantified using 
the urine stick: leukocyturia (LEU); nitrites (NIT); 
urobilinogen (UBG); proteinuria (PROT); pH, specific 
gravity (SG); ketones (KET); bilirubin (BIL); and glu-
cose (GLU) (Table 1). These parameters are commonly 
used to diagnose different diseases and some parame-
ters, such as proteinuria, can be indicators of schisto-
somiasis-related morbidity [14–16]. All the parameters 
can be read out visually; however, the consistency of 
the read-outs may vary between individuals. In clinical 
settings, an automatic urinalysis reader is typically used 
as it eliminates bias due to subjective reading by naked 
eye and increases the throughput of read-outs (each 
read only requires one minute to process) [17]. Port-
able, battery-operated versions of these devices have 
been introduced which would, in theory, render them 
usable in more remote areas [6, 18].

In this study, we compared the performance of the 
CLINITEK Status+ Analyser™ (Siemens Healthcare 
Diagnostics, Erlangen, Germany), to manual read-outs 
of urine strips (Multistix PRO, Siemens Healthcare 
Diagnostics).

Methods
Urine samples were collected as part of a Phase 2 dose-
finding clinical trial with praziquantel in S. haematobium-
infected children [19]. Collectively, 174 school-aged and 
170 preschool-aged children were enrolled in the trial, 
which took place in November 2015 in Côte d’Ivoire, in 
the health district of Adzopé.

Urine samples were collected prior to treatment as a 
part of physical examination. The urine dipsticks were 
first read by a trained member of medical staff and, 
immediately after the visual analysis, with the CLIN-
ITEK Status+ Analyser, according to manufacturer’s 
instructions. Results were recorded on the case report 
forms (CRF) of each patient and transferred into elec-
tronic form (Microsoft Excel, 2011) at the end of the 
trial. For the leukocyte, urobilinogen, proteins, blood, 
ketone bodies and bilirubin parameters, findings were 
compared employing linear weighted Cohen’s kappa (κ) 
coefficient statistic using MATLAB 2018a (Mathworks 
Inc., Natick, USA) [20] to determine the agreement in 
measured values between both methods for each param-
eter. An unweighted Cohen’s kappa statistic was used for 
the nitrites parameter, as it only provides positive/nega-
tive assessments. The agreement between the two used 
techniques was calculated by the Cohen coefficient κ 
using the following grading: very good (0.81–1.00); good 
(0.61–0.80); moderate (0.41–0.60); fair (0.21–0.40); and 
poor (≤ 0.2). For the continuous metrics, the pH and spe-
cific gravity (SG), a Bland–Altman plot, created in Excel 
was used to visualise agreement. Results were then also 
stratified according to infection intensity using WHO 
standards for S. haematobium infection intensity clas-
sification: egg count of 1–49 eggs per 10  ml urine was 
regarded as light; and egg count of ≥ 50 eggs/10 ml urine 
was regarded as heavy infection [21].

Results
152 school- and 148 preschool-children provided urine 
samples where both measurements with the CLINITEK 
Status+ Analyser and by visual readout could be obtained 
and were included in our comparison (Table  1). Over 
half the participants were female (54.7%). The mean age, 
weight and height of the study population was 6.4 ± 0.2 
years, 19.9  ±  0.4 kg and 112.2  ±  1.1  cm, respectively. 
Their average temperature was 36.6 ± 0.18  °C and their 
mean haemoglobin measurements were 11.0 ± 0.1 g/dl. 
The children harboured predominantly light intensity 
infections (83.7% of samples) and this was true for both 
pre-school-aged (90.5% of samples) and school-aged 
children (72.4% of samples). The mean egg count for 
light intensity infections was 7.2 ± 1.0 eggs/10 ml urine, 
whereas those harbouring heavy infections averaged 
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Table 1 Number and (%) of manual and analytical evaluation of various parameters

Key: na, not applicable; nd, no data; +, small; ++, moderate; +++, large; ++++, very large
a One or both read-outs don’t offer a trace (rank 1) read, only negative or gradients of positive
b Dipsticks offer gradients of positive readout (+, ++, +++) but machine reads only negative or positive
c Full glucose read-out gradients not shown as almost all children were negative except for 3 small positives

Parameter Descriptive Numeric Rank Visual read
(out of N = 300)

CLINITEK
(out of N = 300)

Leukocytes (Leu/µl) neg/normal 0 0 139 (46.3) 102 (34.0)

trace 15 1 38 (12.7) 73 (24.3)

+ 70 2 39 (13.0) 73 (24.3)

++ 125 3 68 (22.7) 25 (8.3)

+++ 500 4 14 (4.7) 23 (7.7)

nd 2 (0.7) 4 (1.3)

Nitritesa,b neg/normal na 0 272 (90.7) 263 (87.7)

positive na 2 28 (9.3) 35 (11.7)

nd 0 (0) 2 (0.7)

Urobilinogena (E.U./dl; mmol/l) neg/normal 0.2,1; 3.2, 16 0 292 (97.3) 280 (93.3)

+ 2; 33 2 5 (1.7) 9 (3.0)

++ 4; 66 3 2 (0.7) 6 (2.0)

+++ ≥ 131; 8 4 1 (0.3) 2 (0.7)

nd 0 (0) 3 (1.0)

Proteins (g/l; mg/dl) neg/normal 0 0 154 (51.3) 96 (32.0)

trace 0.2; trace 1 59 (19.7) 31 (10.3)

+ 0.3; 30 2 50 (16.7) 69 (23.0)

++ 1; 100 3 29 (9.7) 76 (25.3)

+++ ≥ 3; 300 4 8 (2.7) 26 (8.7)

nd 0 (0) 2 (0.7)

Blood (Eur/µl) neg/normal 0 0 107 (35.7) 111 (37.0)

trace 10 1 38 (12.7) 40 (13.3)

+ 25 2 14 (4.7) 18 (6.0)

++ 80 3 45 (15.0) 51 (17.0)

+++ 200 4 95 (31.7) 80 (26.7)

nd 1 (0.3) 0 (0)

Ketone bodies (mg/dl) neg/normal 0 0 278 (92.7) 264 (88.0)

trace 5 1 20 (6.7) 33 (11.0)

+ 15 2 1 (0.3) 2 (0.7)

++ 40 3 0 (0) 0 (0)

+++ 80 4 0 (0) 0 (0)

++++ 160 5 0 (0) 0 (0)

nd 1 (0.3) 0 (0)

Bilirubina neg/normal na 0 220 (73.3) 220 (73.3)

+ na 2 51 (17.0) 74 (24.7)

++ na 3 25 (8.3) 5 (1.7)

+++ na 4 3 (1.0) 1 (0.3)

nd 1 (0.3) 0 (0)

Glucosec (g/dl; mg/dl) neg 0 0 299 (99.7) 297 (99.0)

+ 0.25; 250 2 0 (0) 3 (1.0)

nd 1 (0.3) 0 (0)
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97.9 ±  48.8 eggs/10  ml urine. With respect to relevant 
co-infections, 10.7% of the children also had an S. man-
soni infection, none presented with other helminth infec-
tions and 42.3% tested positive for malaria using rapid 
diagnostic tests, though none of these presented with 
clinically significant symptoms.

Of the children found to have eggs in their urine, hae-
maturia was detected in 64.3% of their samples by visual 
read-out and in 63.0% of their samples by machine read-
out (Table  1). When stratified according to infection 
intensity, blood in urine was predictive of light infection 
in 58.1% and 56.9% of the children using the manual and 
machine read-out, respectively, and of heavy infection in 
92.3% of the children, regardless of the method used.

The agreement between the two methods for each 
parameter is presented in Table  2. The observed agree-
ment between the two techniques was fair for biliru-
bin and ketone bodies (κ = 0.38 and 0.32, respectively), 
moderate for urobilinogen and proteins (κ  =  0.60 and 
0.44, respectively), good for leukocytes (κ  =  0.63) and 
very good for nitrites and haematuria (κ  =  0.88 and 
κ =  0.82, respectively). Only 3 children had glucose in 
urine according to the automatic readout whereas none 
was detected using the manual readout, hence a kappa 
statistic could not be calculated for this parameter. When 
stratified according to infection intensity, the agreements 
are stronger in heavy infection samples for all parame-
ters, except for leukocytes, where agreement was inferior, 
and for nitrites where the agreement statistic was not 
calculable.

The mean pH was 7.31 and 7.44 for the visual and 
CLINITEK read-outs, respectively, while the mean SG 
values were 1.013 and 1.018, respectively. There was a 
moderate agreement between the two read-out methods 
with respect to these two parameters (Fig. 1). The Bland–
Altman non-parametric analysis revealed a mean bias of 
− 0.14 (95% CI: − 0.20 to − 0.08) for pH, with an under-
estimation by machine readout influenced largely at pH 
values of 6.5 to 7.5. The mean bias for SG was −  0.004 
(95% CI: −  0.005 to −  0.004) wherein underestimation 
by machine read-out occurred between values of 1.010 
and 1.025. The Pearson’s correlation coefficient between 
the two read-outs was 0.88 for pH and 0.72 for SG. These 
metrics, stratified according to infection intensity, are 
presented in Table 3.

Discussion
The use of an automated urine dipstick read-out machine 
would help in diagnosing haematuria and key clinical 
parameters with high accuracy, increased speed com-
pared to manual read-out and reduced inter-reader vari-
ability. Point-of-care testing requiring little equipment 
and minimal training can improve healthcare globally, 
in particular in settings where high quality medical care 
is a challenge [22]. Many studies have compared perfor-
mance of visual read-out vs automated read outs (using 
CLINITEK or other devices), where they tended to dem-
onstrate on-par or superior performance of the ana-
lyser as compared to visual read-out [17, 23]. However, 
they were largely evaluated in controlled laboratory or 

Table 2 Agreement between analytical vs. manual evaluation of various parameters on the Multistix PRO urine dipstick tests

Note: P-values for all parameters measured were lower than 0.0001 except where noted
a Unweighted kappa statistic was applied, as the parameter is binary
b Collapsed amount of blood measure to just positive or negative for haematuria
c P = 0.0056
d P = 0.0002
e P = 0.0035
f P = 0.0825

Abbreviation: nc, not calculable, due to lack of values in one measuring technique

Parameter Light infection Heavy infection Combined

kappa SE Z kappa SE Z kappa SE Z

Leukocytes (LEU) 0.64 0.06 12.02 0.49d 0.15 3.74 0.63 0.06 13.33

Nitrites (NIT)a 0.87 0.05 13.43 nc nc nc 0.88 0.05 14.78

Urobilinogen (URO) 0.57 0.20 6.83 0.74 0.32 4.52 0.60 0.18 8.66

Proteins (PROT) 0.38 0.07 4.64 0.48e 0.14 2.92 0.44 0.06 6.25

Blood (BLO) 0.79 0.04 15.64 0.81 0.12 7.35 0.82 0.03 17.59

BLO yes/no  onlyb 0.81 0.04 12.71 1.00 0.00 7.21 0.83 0.03 14.41

Ketone bodies (KET) 0.30c 0.18 2.77 0.39f 0.28 1.74 0.32 0.15 4.65

Bilirubin (BIL) 0.32 0.12 5.08 0.61 0.19 5.28 0.38 0.10 7.15

Glucose (GLU) nc nc nc nc nc nc nc nc nc
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hospital settings [24, 25], and usually focused on a single 
parameter to about three parameters [15, 26]. As such, 
limited data are available to support the use of automated 
dipstick readers in the field. We compared, for the first 
time, visual readout to the CLINITEK system in chil-
dren infected with S. haematobium in a rural African 

setting. We found that the visual read-out and the CLIN-
ITEK device had very good agreement for the meas-
urement of haematuria (κ =  0.83) as well as for nitrites 
(κ = 0.88), a biomarker for urinary tract infections [27]. 
It also had good agreement for leukocytes, which some-
what reflects a previous finding in routine hospital tests, 

Fig. 1 Difference in measurement between a visual vs a CLINITEK readout for pH and specific gravity. Bland–Altman plots are shown to indicate 
difference in agreement for a pH for all samples as well as pH stratified by: b light infection intensity and c high infection intensity. The parallel plots 
are shown for specific gravity (d–f). Dashed black line indicates the mean difference while the grey dotted lines are the upper and lower limits of 
agreement

Table 3 Comparison and agreement of pH and specific gravity measures between the visual vs machine read-out, stratified by 
infection intensity

Parameter Infection intensity Mean ± SD from 
visual read

Mean ± SD from 
machine read

Mean bias (95% CI) Pearson’s r

pH Combined 7.31 ± 0.97 7.44 ± 1.03 − 0.14 (− 0.20, − 0.08) 0.88

Light infection 7.37 ± 0.91 7.53 ± 1.00 − 0.16 (− 0.21, − 0.10) 0.89

Heavy infection 6.94 ± 1.16 6.99 ± 1.05 − 0.05 (− 0.24, 0.15) 0.80

Specific gravity Combined 1.013 ± 0.007 1.018 ± 0.005 − 0.004 (− 0.005, − 0.004) 0.72

Light infection 1.013 ± 0.007 1.017 ± 0.005 − 0.004 (− 0.005, − 0.004) 0.71

Heavy infection 1.015 ± 0.007 1.020 ± 0.006 − 0.005 (− 0.006, − 0.003) 0.70
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where agreement between visual and automated read-
outs (using another analyser) was very good for nitrites 
and good for haematuria albeit poor for leukocytes 
[17]. The agreement was, however, only fair to moder-
ate for all other biomarkers. For example, the machine 
read-out provided on average lower readings for pH and 
SG than the visual read-out. In one study, the Multistix 
combined with the CLINITEK was found to over- and 
underestimate urine pH for high and low pH values, 
respectively [16]; however, in our study the disagree-
ments were stronger for the middle pH ranges. Moreover, 
as the specific gravity measurements are affected by pH, 
the CLINITEK automatically adds 0.005 to the specific 
gravity read-out for pH values ≥ 6.5, but this should have 
resulted in a slight overestimation when comparing the 
two.

It is not altogether clear why the agreement for the 
other parameters would be underwhelming, but a few 
factors may have influenced some of the poorer out-
comes. First, although the machine is portable and does 
not require much power, it still appears to be more suit-
able for a laboratory setting than the humid tropical heat 
of our sites. Specifically, we were not able to keep the 
machine in sunlight as this caused it to sporadically shut 
down, requiring a restart. Also, it is advised to store the 
reagent strips in a closed dry container in a cool place and 
not expose them to temperatures > 30  °C and, although 
we kept the container closed throughout the day, it is 
not possible to avoid the other conditions during a field 
trial. Secondly, instructions from Siemens also warned 
that high values of some biomarkers would affect the 
readout values of other ones: for example, a high urine 
pH (pH > 8) would falsely increase proteinuria read-outs, 
and indeed about 24–32% of our samples had a pH > 8. 
Finally, a limitation of this study is that, with exception 
to measuring the suitability of haematuria read-outs as a 
proxy for S. haematobium infection, it was not designed 
to discern which read-out method, the visual or auto-
mated, better agrees with gold standard laboratory assays 
for the different parameters, only how much they agree.

The detection of eggs in urine correlated with detec-
tion of haematuria only in 63% and 64% of the cases, 
for machine and visual read-out, respectively. This is in 
contrast to a meta-analysis on the performance of urine 
dipstick tests in detection of urinary schistosomiasis, 
where dipstick sensitivity and specificity for detection 
of egg-positive urine were 81% and 89%, respectively 
[12]. The authors did note that sensitivity was high-
est among heavy infection intensities and dropped to 
only 65% for individuals with low-intensity infections, 
and our study mirrors this trend. Interestingly, in high 
intensity infections, the agreement between haematuria 
detection between the two methods was 1:1. Indeed, 

the agreement between most parameters improved 
when high intensity samples were measured, which 
hints that they might be clinically relevant for schis-
tosomiasis-related morbidity. Our findings reaffirm 
that, although haematuria might be a good indicator 
of morbidity due to urinary schistosomiasis, its utility 
as a diagnostic tool in areas of low-intensity infections 
is dubious, therefore underscoring the urgent need for 
more sensitive point-of-care diagnostic tools [28].

Conclusions
The agreement between visual and automated readout 
of the Multistix Pro urine dipsticks was fair to moderate 
for most parameters. However, a very good agreement 
was observed for haematuria and nitrites, two param-
eters in detecting S. haematobium as well as urinary tract 
infections, which are often associated with schistoso-
miasis. We believe that the rural tropical environment 
does affect the performance of both the sticks and the 
analyser, which would affect their utility for measuring 
many of the parameters in such a setting. The study thus 
demonstrates that the machine is currently not superior 
to visual read-outs in field settings and offers insight into 
possible future improvements for its use in field studies.

Abbreviations
LEU: Leukocytes; NIT: Nitrites; URO: Urobilinogen; PROT: Proteins; BLO: Blood; 
KET: Ketone bodies; BIL: Bilirubin; GLU: Glucose; κ: kappa statistic.

Acknowledgements
We are thankful to Dr Christian Schindler from the Swiss Tropical and Public 
Health Institute for initial statistical counselling. We are grateful to both the 
study team and the trial participants for their time and efforts in taking part in 
the clinical trial upon which this study was based.

Authorsʼ contributions
JTC and JK designed the study. JTC, GP, BB, JKo and JK conducted the study. 
GP, BB and JKo analysed and interpreted the data. GP, BB and JKo wrote the 
first draft of the manuscript. GP and JK revised the manuscript. All authors read 
and approved the final manuscript.

Funding
This work was supported by the European Research Council (grant number 
ERC-2013-CoG 614739-A_HERO).

Availability of data and materials
Data supporting the conclusions of this article are included within the article. 
The datasets used and/or analysed during the current study are available from 
the corresponding author upon reasonable request.

Ethics approval and consent to participate
Ethics committees in both Basel (Ethikkommission beider Basel-EKBB; EKNZ 
162/2014) and the Ministère de la Santé et de l’Hygiène Publique in Côte 
d’Ivoire (CNER, 037/MSLS/CNER-dnk), approved the study and the trial was 
also registered as an International Standard Randomised Controlled Trial 
(ISRCTN15280205).

Consent for publication
Not applicable.



Page 7 of 7Panic et al. Parasites Vectors          (2019) 12:298 

Competing interests
The authors declare that they have no competing interests.

Author details
1 Department of Medical Parasitology and Infection Biology, Swiss Tropical 
and Public Health Institute, Basel, Switzerland. 2 University of Basel, Basel, Swit-
zerland. 3 Present Address: Department of Surgery and Cancer, Division of Sys-
tems and Digestive Medicine, Imperial College London, London, UK. 4 Unité de 
Formation et de Recherche Biosciences, Université Félix Houphouët-Boigny, 
Abidjan, Côte d’Ivoire. 5 Centre Suisse de Recherches Scientifiques en Côte 
d’Ivoire, Abidjan, Côte d’Ivoire. 

Received: 11 April 2019   Accepted: 5 June 2019

References
 1. Ismail HAHA, Hong S-T, Babiker ATEB, Hassan RMAE, Sulaiman MAZ, Jeong 

H-G, et al. Prevalence, risk factors, and clinical manifestations of schis-
tosomiasis among school children in the White Nile River basin, Sudan. 
Parasites Vectors. 2014;7:478.

 2. Colley DG, Bustinduy AL, Secor WE, King CH. Human schistosomiasis. 
Lancet. 2014;383:2253–64.

 3. Gryseels B, Polman K, Clerinx J, Kestens L. Human schistosomiasis. Lancet. 
2006;368:1106–18.

 4. Stothard JR, Sousa-Figueiredo JC, Simba KI, Amadou G, Rollinson D. 
Urinary schistosomiasis-associated morbidity in schoolchildren detected 
with urine albumin-to-creatinine ratio (UACR) reagent strips. J Pediatr 
Urol. 2009;5:287–91.

 5. Wami WM, Nausch N, Midzi N, Gwisai R, Mduluza T, Woolhouse M, et al. 
Identifying and evaluating field indicators of urogenital schistosomiasis-
related morbidity in preschool-aged children. PLoS Negl Trop Dis. 
2015;9:e0003649.

 6. Okeke OC, Ubachukwu PO. Performance of three rapid screening meth-
ods in the detection of Schistosoma haematobium infection in school-age 
children in Southeastern Nigeria. Pathog Glob Health. 2014;108:111–7.

 7. Rollinson D, Klinger EV, Mgeni AF, Khamis IS, Stothard JR. Urinary 
schistosomiasis on Zanzibar: application of two novel assays for the 
detection of excreted albumin and haemoglobin in urine. J Helminthol. 
2005;79:199–206.

 8. Stete K, Krauth SJ, Coulibaly JT, Knopp S, Hattendorf J, Müller I, et al. 
Dynamics of Schistosoma haematobium egg output and associated infec-
tion parameters following treatment with praziquantel in school-aged 
children. Parasites Vectors. 2012;5:298.

 9. Sacko M, Magnussen P, Keita AD, Traoré MS, Landouré A, Doucouré A, 
et al. Impact of Schistosoma haematobium infection on urinary tract 
pathology, nutritional status and anaemia in school-aged children in 
two different endemic areas of the Niger River Basin, Mali. Acta Trop. 
2011;120:S142–50.

 10. Garba A, Barkiré N, Djibo A, Lamine MS, Sofo B, Gouvras AN, et al. Schis-
tosomiasis in infants and preschool-aged children: infection in a single 
Schistosoma haematobium and a mixed S. haematobium–S. mansoni foci 
of Niger. Acta Trop. 2010;115:212–9.

 11. Webster JP, Koukounari A, Lamberton PHL, Stothard JR, Fenwick A. Evalu-
ation and application of potential schistosome-associated morbidity 
markers within large-scale mass chemotherapy programmes. Parasitol-
ogy. 2009;136:1789–99.

 12. King CH, Bertsch D. Meta-analysis of urine heme dipstick diagnosis of 
Schistosoma haematobium infection, including low-prevalence and 
previously-treated populations. PLoS Negl Trop Dis. 2013;7:e2431.

 13. WHO. Schistosomiasis. Geneva: World Health Organization; 2018. http://
www.who.int/media centr e/facts heets /fs115 /en/index .html. Accessed 31 
May 2019.

 14. Devillé WL, Yzermans JC, van Duijn NP, Bezemer PD, van der Windt DA, 
Bouter LM. The urine dipstick test useful to rule out infections. A meta-
analysis of the accuracy. BMC Urol. 2004;4:4.

 15. Koeda Y, Tanaka F, Segawa T, Ohta M, Ohsawa M, Tanno K, et al. Compari-
son between urine albumin-to-creatinine ratio and urine protein dipstick 
testing for prevalence and ability to predict the risk for chronic kidney 
disease in the general population (Iwate-KENCO study): a prospective 
community-based cohort study. BMC Nephrol. 2016;17:46.

 16. Kwong T, Robinson C, Spencer D, Wiseman OJ, Karet Frankl FE. Accuracy 
of urine pH testing in a regional metabolic renal clinic: is the dipstick 
accurate enough? Urolithiasis. 2013;41:129–32.

 17. van Delft S, Goedhart A, Spigt M, van Pinxteren B, de Wit N, Hopstaken R. 
Prospective, observational study comparing automated and visual point-
of-care urinalysis in general practice. BMJ Open. 2016;6:e011230.

 18. Ephraim RKD, Tashie W, Agbodzakey H, Sakyi SA, Essien-Baidoo S, 
Adoba P, et al. Dipstick urinalysis findings in children with Plasmodium 
falciparum in the South Tongu District: a case-control study. Niger Med J. 
2015;56:292–6.

 19. Coulibaly JT, Panic G, Yapi RB, Kovač J, Barda B, N’Gbesso YK, et al. Efficacy 
and safety of ascending doses of praziquantel against Schistosoma 
haematobium infection in preschool-aged and school-aged children: a 
single-blind randomised controlled trial. BMC Med. 2018;16:81.

 20. Cardillo G. Cohen’s kappa: compute the Cohen’s kappa ratio on a 2x2 
matrix. MathWorks, Inc.; 2007. http://www.mathw orks.com/matla bcent 
ral/filee xchan ge/15365 . Accessed 23 Nov 2018.

 21. WHO Expert Committee. Prevention and control of schistosomiasis 
and soil-transmitted helminthiasis : report of a WHO expert committee. 
Geneva: World Health Organization; 2002. p. 57. Report No.: 912. https 
://extra net.who.int/iris/restr icted /handl e/10665 /42588 . Accessed 3 Jan 
2013.

 22. Peeling RW, Mabey D. Point-of-care tests for diagnosing infections in the 
developing world. Clin Microbiol Infect. 2010;16:1062–9.

 23. Peele JD, Gadsden RH, Crews R. Semi-automated vs. visual reading of 
urinalysis dipsticks. Clin Chem. 1977;23:2242–6.

 24. Ferreira MDF, Arce MG, Handel IG, Breheny CR, Gow AG. Urine dipstick 
precision with standard visual and automated methods within a small 
animal teaching hospital. Vet Rec. 2018;183:415.

 25. Tani Y, Nakayama M, Terawaki H, Iseki K, Watanabe T. Comparison of albu-
minuria test and urine test strip in Japanese hypertensive patients: AVA-E 
study. Clin Nephrol. 2015;84:270–3.

 26. Hermida FJ, Soto S, Benitez AJ. Evaluation of the urine protein/creati-
nine ratio measured with the dipsticks Clinitek Atlas PRO 12. Clin Lab. 
2016;62:735–8.

 27. Mambatta AK, Jayarajan J, Rashme VL, Harini S, Menon S, Kuppusamy 
J. Reliability of dipstick assay in predicting urinary tract infection. J Fam 
Med Prim Care. 2015;4:265–8.

 28. Utzinger J, Becker SL, van Lieshout L, van Dam GJ, Knopp S. New diag-
nostic tools in schistosomiasis. Clin Microbiol Infect Off Publ Eur Soc Clin 
Microbiol Infect Dis. 2015;21:529–42.

Publisher’s Note
Springer Nature remains neutral with regard to jurisdictional claims in pub-
lished maps and institutional affiliations.

http://www.who.int/mediacentre/factsheets/fs115/en/index.html
http://www.who.int/mediacentre/factsheets/fs115/en/index.html
http://www.mathworks.com/matlabcentral/fileexchange/15365
http://www.mathworks.com/matlabcentral/fileexchange/15365
https://extranet.who.int/iris/restricted/handle/10665/42588
https://extranet.who.int/iris/restricted/handle/10665/42588

	Evaluation of the Clinitek®, a point-of-care urinalysis system for the measurement of clinically significant urinary metabolites and detection of haematuria in Schistosoma haematobium infected children in southern Côte d’Ivoire
	Abstract 
	Background: 
	Methods: 
	Results: 
	Conclusion: 

	Background
	Methods
	Results
	Discussion
	Conclusions
	Acknowledgements
	References




